We developed a pinhole gamma camera to measure distributions of radioactive material contaminants and to identify radionuclides in extraordinarily high dose regions (1,000 mSv/h). The developed gamma camera is characterized by: (1) tolerance for high dose rate environments; (2) high spatial and spectral resolution for identifying unknown contaminating sources; and (3) good usability for being carried on a robot and remotely controlled. These are achieved by using a compact pixelated detector module with CdTe semiconductors, efficient shielding, and a fine resolution pinhole collimator. The gamma camera weighs less than 100 kg, and its field of view is an 8 m square in the case of a distance of 10 m and its image is divided into 256 (16 x 16) pixels. From the laboratory test, we found the energy resolution at the 662 keV photopeak was 2.3% FWHM, which is enough to identify the radionuclides. We found that the count rate per background dose rate was 220 cps h/mSv and the maximum count rate was 300 kcps, so the maximum dose rate of the environment where the gamma camera can be operated was calculated as 1,400 mSv/h. We investigated the reactor building of Unit 1 at the Fukushima Dai-ichi Nuclear Power Plant using the gamma camera and could identify the unknown contaminating source in the dose rate environment that was as high as 659 mSv/h.
Introduction
The tsunami following the Great East Japan Earthquake on March 11, 2011 damaged power supply equipment that led to loss of cooling functions and eventually, the severe accident in the Fukushima Dai-ichi Nuclear Power Plant (FDNPP), which resulted in the release of radioactive materials into the environment [1] . Radioactive contamination still remains inside and outside the power plant. To effectively perform decontamination work for restoration from the accident, it is necessary to identify the source positions. Gamma cameras which can visualize a radiation intensity distribution of a wide area in a short time are required, and some gamma cameras have been developed for this purpose. However, it has never been reported that a gamma camera was able to identify the positions of contaminants and radionuclides in the high dose environments where it was surrounded by a lot of radioactive contaminations.
The gamma cameras can be classified into three types: a pinhole type [2] [3] [4] and a coded aperture type [5] [6] [7] [8] [9] , each of which has a collimator, and a Compton type camera [10] [11] [12] [13] [14] which does not need the collimator. Each type has different characteristics due to the different imaging principles.
Recently, coded aperture cameras and Compton cameras have been developed. These are generally used because high sensitivities are possible and light weight can be realized with an appropriate configuration. It is generally recognized that the pinhole camera has the lowest sensitivity due to the pinhole collimator and is the heaviest due to the shield because scintillators with photomultipliers which are conventionally used in the pinhole camera increase size. However, the pinhole camera is the simplest, most robust and has the best quantitativity by employing enough shielding. If small detectors and circuits are loaded into the pinhole camera instead of scintillators and photomultipliers, the pinhole camera could be used in the high dose environments.
In order to use gamma cameras especially in high dose environments like FDNPP, gamma cameras must not only withstand the high dose rate environments, but also be light and stable enough to allow them to be carried on a robot and remotely controlled in the field. The pinhole camera has the best potential of the three types in this application because both its principle and structure are the simplest. By using the compact pixelated semiconductor detector module with new modified ASICs (Application-Specific Integrated Circuits) and making a fine resolution pinhole collimator with enough shielding, we have developed a pinhole gamma camera which satisfies the above mentioned requirements especially in the high dose environments.
In this paper, we present the results of performance tests of our original gamma camera.
Spectroscopic gamma camera system for high dose environments

Concept of the system
The developed gamma camera is characterized by: (1) tolerance for high dose rate environments;
(2) high spatial and spectral resolution for identifying the unknown contaminating sources; and (3) good usability for being carried on a robot and remotely controlled. To carry out these features we adopted the pinhole camera structure. The key components to determine the performances of the pinhole gamma cameras are a detector module, a pinhole collimator, and shielding structure.
The detector module is the most important component. It must be compact, have a high energy resolution, and withstand a high count rate. Then we adopted the semiconductor detector module we originally developed for nuclear medicine systems [15] [16] [17] .
The pinhole collimator determines the image specifications (i.e. field of view and spatial resolution) and sensitivity. Roughly speaking, a trade-off needs to be found between spatial resolution and sensitivity. However, there are enough signals in the high dose environments, so we designed the pinhole collimator considering the spatial resolution preferentially.
The shielding structure determines tolerance for the high dose rate environments and the weight of the system. Gamma-rays passing through the shield generate background signals, which should be suppressed to carry out highly quantitative measurement and to keep background signal count rate well below the circuit limit (maximum count rate of the detector module). We determined the necessary shielding thickness by estimating the count rate to keep the system reasonably light in weight.
The performances of the gamma camera are determined compositely by the components as mentioned above. So we set design goals according to the three features, i.e. the gamma camera must: (1) withstand a maximum environmental dose rate of 1,000 mSv/h; (2) have a spatial resolution of less than 1.0 m at a distance of 10 m; and (3) weight less than 100 kg so it can be carried by a robot.
Compact pixelated semiconductor detector module
Our gamma camera has a compact pixelated semiconductor detector module ( Fig. 1) , which was originally developed for medical applications. With the semiconductor detectors, optical devices such as photomultiplier tubes are not needed, the detectors can be easily pixelated and have a high energy resolution.
The detector module has 256 (16 x 16) pixels of CdTe and ASICs for signal processing. The thickness of CdTe detectors is 5 mm, and the pixel pitch is 2.5 mm, corresponding to the module size of 40 mm square.
The CdTe detectors have high energy resolution and we had previously developed a low noise ASIC, so the gamma camera can precisely measure the energy of each incident photon. The gamma camera should therefore be able to identify radionuclides and their distribution. Furthermore, the band gap of CdTe is 1.44 eV, and the temperature dependence of the signal gain of CdTe is much less than that of the scintillators [18] . This means that the gamma camera can be used at room temperature inside and outside buildings.
The ASIC was originally developed for nuclear medicine systems, so the count rate performance was not necessarily sufficient for measurements in the high dose environments. The detector module using the ASICs was saturated with the input gamma-rays of 250 kcps. To endure higher count rate, we re-designed the ASIC to have a reduced number of channels bound to one trigger from 16 to 8.
By using the new ASICs, the gamma camera is expected to withstand double the count rate and to be used in the high dose environments inside FDNPP without an excessive weight increase.
Fine resolution pinhole collimator
Pinhole collimator configuration was determined to have the required field of view and spatial resolution. Assuming the gamma camera will be used inside a nuclear plant, we set an 8 m square FOV and a spatial resolution of less than 1 m at a distance of 10 m. With this FOV, the opening angle of the pinhole was calculated to be 59º and the distance r between the pinhole and detectors (see Fig. 2) to be 50 mm.
The diameter of the pinhole was set as 2 mm to achieve the required spatial resolution as derived below. In Fig. 2 , b is the diameter of the pinhole, and r and R are the distances between detectors and the pinhole and between the pinhole and measuring objects, respectively. Spatial resolution X is derived geometrically as
We next derive an effective pinhole diameter. As Fig. 2 shows, the pinhole has a knife edge shape, and gamma-rays can be considered to pass through a shield of mean free path (µ -1 ) thickness effectively. As the material of the pinhole collimator, we employed tungsten, which has a high volumic mass of 19.3 g/cm 3 and an atomic number of 73. So, the effective pinhole diameter B is
where µ −1 of Cs-137 (662 keV) in tungsten is 5.3 mm and α is 29.5º. Therefore, we obtain the spatial resolution shown in Fig. 3 from eq. (1). From Fig. 3 , we set the pinhole diameter as 2 mm to achieve 1 m spatial resolution at a distance of 10 m.
Enough shielding for high background
Here we defined the target background dose rate at 1,000 mSv/h, and determined the necessary shielding thickness by estimating the background and signal count rate as follows to keep the system as light as possible.
We assume there is a Cs-137 point source of Q (MBq) at a distance of R (m), then effective dose rate E (µSv/h) is, E = ΓQ/R 2 , where Γ (µSv m 2 /MBq/h) is the 1 cm dose rate constant of Cs-137.
Then, incident photon flux to the gamma camera F (counts/s/m 2 ) can be calculated as
where I corresponds to the emission rate of 662 keV gamma-rays. From eq. . Then, the total count rate is,
where β is an attenuation factor of the shielding. In order to carry out the measurement under the environmental dose rate of 1,000 mSv/h with our new modified ASIC which is going to be saturated with the input count rate of 500 kcps, the condition of β can be derived as:
Then we employed tungsten of 27.5 mm thick as an inner shield and 20 mm lead as an outer shield, which meant the total β was 1 × 10 -3
. We chose tungsten as the inner shield to reduce the weight, and total weight of the shielding is 55 kg.
Configuration of the system
A photo of the developed gamma camera is shown in Fig. 4 , and its main specifications are listed in Table 1 . As mentioned above, the gamma camera is a pinhole camera with the semiconductor detectors covered by 27.5 mm thick tungsten plus 20 mm thick lead shielding. The gamma camera is also equipped with an optical camera to obtain corresponding visible images, a scanning laser range finder, and a lead shutter. The total weight of the system is 80 kg.
The gamma camera can derive intensities of point sources (dose rates at a distance of 50 cm) by appropriately handling sensitivity variation among pixels, distances to the targets, and background.
Variation of the sensitivity is caused by intrinsic differences among the detector pixels and by systematic differences of solid angles related to the incidence angles. This variation is corrected using a data table which is obtained by prior measurement. Since the gamma camera has the scanning laser range finder, it is able to measure distances to objects, and dose rate on each pixel can be calculated. It is easy to assume that background signals through the shield increase in the high dose environments, therefore background subtraction is necessary. Since the gamma camera has the lead shutter, the background signals are measured by covering the pinhole and the background data can be removed.
The control of the gamma camera, including data acquisition and data handling, is carried out with a laptop PC (designated the "control PC") which is connected with the gamma camera through a USB cable. The measurement results calculated with the PC are displayed on the screen every second. Because it is desirable that the measurement tasks under the high dose environments are performed without operators, the gamma camera is designed to be mounted on a robot. Fig. 5 shows a configuration for the investigations in the FDNPP. The control PC (not shown in Fig. 5 ), which is carried on the robot, is connected with the operating PC through the LAN. We can operate the gamma camera and confirm the results of measurements by displaying the control PC screen on the operating PC with a VNC (Virtual Network Computing) application.
Performance tests
We examined the performances of this gamma camera according to three key features described in section 2. In section 3.1, tolerance for the high dose rate environments was verified in a count rate performance test and a shield performance test. Energy resolution, spatial resolution and dose rate accuracy tests are also described. In section 3.2, three key features were verified through the survey in the FDNPP.
Laboratory test A. Count rate performance test
We evaluated count rate performance of the gamma camera to confirm improvement of the modified ASIC. Because it is difficult to measure accurately the count rate performance with radionuclides such as Cs-137 or Cs-134, we used Tc-99m instead. Tc-99m is generally used in nuclear medicine diagnosis, and the energy of the gamma-rays is 140.5 keV and the half-life is 6
hours. We first measured the count rate with Tc-99m of about 1 GBq at a distance of 25 cm without the shielding. We continued to measure the count rate once an hour for three days, when the relative intensity became 1/4096, so we could ignore dead time (we could regard incident and output count rates to be equal).
The relationship of the output count rate versus the input count rate (Fig. 6 ) was determined by calculating input count rates in consideration of the Tc-99m decay in each measurement. For comparison, Fig. 6 also plots the result obtained with the old ASICs. The output count rate of the old ASICs reaches a maximum of 154 kcps when the input count rate becomes 300 kcps (dead time is 49%), and decreases above this point. The new ASICs show improvement; the output count rate is 249 kcps with the input rate of 300 kcps (dead time is 17%). Unlike the old ASICs, the output count rate shows a plateau at input count rates from 300 to 900 kcps. This is caused by a limit of the digital signal processing in the post stage (a communication bandwidth on the FPGA), which is a new bottleneck unexpected with the conventional circuits. The output count decreases above the input count rate of 900 kcps similar to the old ASIC. If there is no bottleneck, we can expect that the new modified ASICs to achieve the maximum output rate at the input count rate of approximately 600 kcps assuming similar count rate performance to the old ASICs. This is twice as high a count rate as that of the old ones.
B. Shield performance test
In order to verify the maximal dose rate environment where the gamma camera can function, we put a Cs-137 point source (293 MBq) at various distances around the gamma camera (Fig. 7) , and measured the count rate. Fig. 8 plots the count rates versus dose rates which are calculated at positions of the detector module from 1 cm dose rate constant of Cs-137. The maximum count rate per dose rate is 220 cps h/mSv, which occurs in the case of vertical incidence to the shielding. The obtained count rate is much lower when the Cs-137 is positioned at the left front of the gamma camera, due to the effective shielding caused by the oblique incidence.
As mentioned in section 2.4, if the detector is exposed to the radiation without shielding, the count rate per dose rate would be 230 kcps h/mSv. So, 220 cps h/mSv with the shielding corresponds to β value of 9.6×10 -4 , and we confirm that the detector shielding functions as expected.
C. Energy resolution to identify nuclides
The energy spectrum summed over all the detectors (256 pixels), which was measured with a point source of Cs-137 without the pinhole collimator, is shown in Fig. 9 . The energy resolution of the summed spectrum is as high as 2.3% FWHM at the 662 keV photopeak. The spectrum obtained for a soil sample contaminated by the Fukushima accident is also shown in Fig. 9 . Photopeaks of 662 keV (Cs-137) and 605 keV (Cs-134) are clearly separated, thus we confirm the gamma camera can identify radionuclides.
D. Spatial resolution for use in nuclear power plants
Imaging capability is also verified. The gamma camera can therefore visualize the radioactive sources.
To evaluate spatial resolution, a one-dimensional count profile was derived from Fig. 10 (blue rectangular area), and it is shown in Fig. 11 . The spatial resolution of the point spread function is 1.72 pixels FWHM, which corresponds to 4.9º. This can be converted into 0.86 m at a distance of 10 m. Thus we verify the designed imaging capability.
E. Dose rate accuracy
To check the accuracy of the dose rate measurement, we tested a Cs-137 point source (293 MBq) at nine points located on a plane at a distance of 1.5 m and at one point of 5 m (see Fig. 12 ). For reference, the dose rate measured at a distance of 50 cm by a dosimeter is 110 µSv/h, which is consistent with the value of 109 µSv/h calculated from the 1 cm dose rate constant of Cs-137 (0.0927 µSv m 2 /MBq/h). Fig. 13 shows the result. Measurement errors from the reference (110 µSv/h) are within 5%.
Radioactive contaminates survey in the FDNPP
In December 2013, we investigated the Unit 1 reactor building at the FDNPP using our gamma camera. As shown in Fig. 5 and Fig. 14 , we carried out the investigation by remotely operating the gamma camera on a robot. Fig. 15 shows measurement points of the south side of the Unit 1 reactor building where measurement with conventional gamma cameras is challenging because of the extremely high dose rate. We measured all directions at points 1 and 2, and measured hot spots at point 3. To fully cover a hemisphere with the gamma camera FOV of 44º (= 2tan -1 (4/10)), we set 12 directions with the elevation angles of 10º and 50º, and 1 direction with the angle of 90º, so eventually 25 measurements were carried out in each point. Exposure times of the normal and background measurements were both 15 s. Table 2 presents dose rates, average and maximum count rates of the gamma camera at each measurement point. The dose rate was the highest at point 3, and even in this environment the observed maximum count rate was 122 kcps (< 249 kcps) and the gamma camera was not saturated.
An energy spectrum summed over all directions at point 1 is shown in Fig. 16 . The count ratio of the Cs-134 photo peaks (796 and 802 keV) to the Cs-137 photo peak (662 keV) after subtraction of continuum components (Fig. 16 ) was 0.37. To obtain the ratio of Cs-134 to Cs-137 radioactivity at the time of the nuclear accident, we have to consider branching ratios, decays, effective pinhole diameters, and detection efficiencies. As a result, we obtain the value of 0.95, which was consistent with the generally considered ratio of 1.0 [19] [20] . It is not necessary to separate Cs-134 and Cs-137 hot spots, but this result shows that we can actually distinguish plural nuclides and evaluate relative radioactivity between plural nuclides by using the gamma camera.
The images obtained at points 2 and 3 are shown in Fig. 17 and Fig. 18 , respectively. In some of the images, a pipe running in the ceiling is depicted in red, but there are no high dose areas in other images; therefore, we attribute the high dose rate in this region to this pipe.
Discussion
We have developed the gamma camera in order to measure distributions of radioactive material contaminants and to identify radionuclides in extraordinarily high dose regions (1,000 mSv/h). From the results of the count rate performance test and the shielding performance test, the maximum input count rate without saturation is 300 kcps and the count rate per dose rate is 220 cps h/mSv, then the maximum dose rate of the environment where the gamma camera can operate is calculated as 1.4
Sv/h. However, we measured the count rate performance by using Tc-99m, so differences between Tc-99m and Cs-134 or Cs-137 have to be considered. Because of an increase of Compton scattering events, there may be more simultaneous events within an ASIC in the case of Cs-134 or Cs-137 than Tc-99m. Then slope of a count rate performance curve of Cs-134 or Cs-137 may be smaller than that of Tc-99m On the other hand, the saturation of the output count rate is caused by a limit of the digital signal processing in the post stage, so saturation output count rate of Cs-134 or Cs-137 may be the same as Tc-99m. Therefore, output count rates may be saturated at 249 kcps with input count rates over 300 kcps and under 900 kcps. This means that in high dose environments we can use the gamma camera without saturation under a dose rate of at least 1.4 Sv/h. These results also show problems that errors of evaluated dose rates increase when output count rates become close to 249 kcps because of the increase of the signal processing dead time, and evaluated dose rates are not correct when output count rates exceed 249 kcps especially. To improve quantitativity in high dose environments, it is necessary to remove the bottleneck of the digital signal processing, and to estimate a count rate performance curve of Cs-134 or Cs-137 by simulations instead of measuring actual radionuclides.
If we can resolve the bottleneck, we expect that the maximum input rate will increase to over 600
kcps. This means that the improved gamma camera will be able to be used in approximately twice as high a dose rate area, that is, at least 2.8 Sv/h. Furthermore, because we have not optimized the thickness of CdTe detectors which had been developed for the medical use, by adopting thinner CdTe detectors the maximum environment dose rate will be increased to more than 2.8 Sv/h.
We investigated the Unit 1 reactor building of FDNPP using the gamma camera. The highest dose rate was 659 mSv/h, and the gamma camera could operate without saturation and identify the radiation source of a high dose area. From the results of laboratory tests, we calculated that the input count rate would be 150 kcps at the dose rate of 659 mSv/h, and the output count rate would be 140 kcps from Fig. 6 . The maximum and average output count rates actually measured were 122 kcps and 81.4 kcps, respectively. The lower values than the expected would be explained by the shielding performance test conditions of the minimum shielding direction and by the difference of Tc-99m and Cs as mentioned above.
Conclusion
We have developed a gamma camera that has three key features: (1) tolerance for the high dose rate environments; (2) high spatial and spectral resolution; and (3) good usability. By using the compact semiconductor detector module with the modified ASICs to endure higher count rate and by designing enough shielding, we broke through the trade-off between weight increase with enough shielding for feature (1) and light weight structure for feature (3) . The developed gamma camera has high spatial resolution and high energy resolution by using a finely pixilated semiconductor detector module and making a fine resolution pinhole collimator. These basic specifications were evaluated in laboratory tests. Finally, we investigated the Unit 1 reactor building of FDNPP with the gamma camera on a robot, and we could remotely identify the unknown contaminating source in the high dose rate environment of 659 mSv/h. Elevation angle
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A pipe is depicted in red which shows high dose areas. 
